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Cenh3r [or Devices and

WARNING LE’ITY%K Radiological Heal(t).. ..---- ., ,---
V~ EXPRESS 2098 Gaithw Road—..

Rockville, MD 208.50
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Mr. Patrick Choay
President
Laboratoircs Prodimed
ZI-4, Avenue de I’l?uropc
60530 NEUII,I..Y-~-THEI,l,E, FRAN(3I

Dear Mr. Choay:

During an inspection of your firm located at NeuilIy-en-Thelle, FranCc, on March 27-30,
2000, Jane Donnelly, Auditor, SGS Yarsky and FDA investigator Teresa Jirnenez, San Juan,
Puerto Rico determined that your firm manufactures I’ipcllq de Cornier and assisted pregnancy
devices. “These products are devices as defined by Section 201(h) of the Federal Food, Drug,
and Cosmetic Act (the Act). *

The above-siatcd inspection revealed tlw these devic= arc adulterated within the meaning of
Section 501(h) of the Act, in that the methods used in, or the facilities or controls used for
manufacturing, packing, storage, or installation are not in c..nformance with lhc Quality
System ReguMinn, as specifti in Title 21, Code of Federal Regulations (CFR), Part 820, M-..-.
follows:

1. Failure m establish and maintain prmxduws for validating the device design that include
ensuring that devices conform to defined user needs and intended uses and testing of
production units under actual or simulated use conditions, as required by 21,CFR
820.30(g). For example;

a. Design validation did not ensure that devices conform to defined user/patient needs and
intended USCS.Specifically, them is no documentation s!mwing that the design fulfd.s
the user requirements or intended usc for program -(mystireproduaion dcvi=).

b. The design was not vali

a

using productkm units or their equivalents. Specifically,
the prototype for project was rnadc by a Technician not production personnel.
Subsqxmt production was not verified as being equivalent to the protolype.

2. Fai!u.w to esmblish and maintain procedures for the idcntitlcation, documentation,
validation or where appropriate verification, review, and approval of design changes
before their im Cementation,as required by 21 CFR 82f130(i). For example, tl
design projectb specified that the de
during the design stage it was changed to
ensure that design outputs that are essential for the proper ~nctioning of the de’
cmmpktely idcmified or verified, Specifically, how irradfi~tionaffects the mech
propcrries of the dcvicc and the impact of irradiation on che shelf life of the dcv
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3.

4.

5.

6,

7.

&

Failure m establish and maintain procedures to ensure that the design requirement
w a device are appropriate, address the intended usc of the device, including the
the user and patknt, and WC a mechmism for addressing incomplete, ambigum
conflicting requhxxnents, as required by 21 CFR 820.30(c). For example, proce
ensure that a device’s desigy input requirements are appropriate and address its i
USC,including physical charactcris(ics; user/patient needs; addressing incomplete

krclaling
leeds of
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ambiguous, or conflicting design input requirements are not defiied. Specifically,
procedure C.RDOO1C dated My 99 do not define the design input singe or refer M
ccmwdlcd documents used during these stages such as D_C0N02.

Failure w validate the process with a high degree of assurance whereas the results of the
process rxumolbe fully verified by subsequent inspection or testing and approved
acwrding to cstablii!md procedures, as wquired by 21 CFR 820.75(a). For example, a
process, whose reds GTnnOLbe filly verified by subsequent inspctxhn and test, hw not
been fully wdidatcd and approved according to established procedures. S ecifically, there
has been no substantiation of as a sterilizing dose m deliver a

7
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.. .
assisted reproduction devices. zs required by EN 552 or 1S0 11137. \

. . ... .,, :
Faihu-e adequately document activities for a revalidation process, as required 1 CFR
820.75( ). For example, documentation for the sterilization revalidation of the \ ~
gynati gical sampling device (1999) is not complete. Specifically, t.here is;no ~
revalida on protocol, no ducummx.ationshowing the location of biological indica, ~ or
function 1pouch testing as required in the rqcn-t.

:. ,: ,.

dUailurc [ develop, conduct, control and monitor production processes to emure ~a

f

device nforms to its specifications, as required by 21 CFR 820.70(a). Fore% ,, ~le,
there no procedure defining the bioburden alens and action limitsand the ac’ ~ to
mke if the specification is exceeded, bioburden trending and charactcrbation. ~,

... .
‘1

Failure to establish and maintain procedures for implementing corrective and prcv ~tive

./

action (hat include the requirements for amlyzing all sourca of quahty data to id .fy
existing and potential causes of nonconforming product or quality problems, as re ired by
21 CFR 820.100(a)(l). ”For example, not all sources of quality data are analyzed”: ,
identify existing and potential cauws of nonwnforming product and other quaiity .
problems, Specifically, noncmforming reports and weekly analysis of scraps ha not
been ana.ly=d for trends or to identify root causes.

Failure to cs[ablish and maintain procedures for finished device acceptmce to ens’ rc that

L

each production run, lot, or batch of ftished devices meets acceptance criteria, a,,
required by 21 (XR 820.80(d). For example, finished product acceptance proced, res is
nut docurmmtcd. Specifically, for gynaeculvgicd sampling device there is no pro’ ure
defying

a. LIEresponsibilities for
b. the crircria for release

who rchxses tic batches
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9.

10.

11.

c. how is the distributor informed of the release,

Failure to establish and maintain procedures to adequately control the envirom
conditions, as required by 21 CFR 820.70{c). For example, appropriate pros
not been implemented for eontrding environmental conditions. Specifically,

a. Air pressure differentials have I=n Mow tnlerance on several occasic
b. ‘he class of clean room has been remrded as being nonconforming (c1

not class 10,000) at the last validation for clean room fabrication, clea]
clean room 4. There was no authorization to continue, or any specific
or deviation, by an authorized person.

Failure to establish and maintain procedures to control documents including m
obsolete documents are removed and ensuring the usage of the eurrcnt vcraion
to fulfill it.. intended purpose, as required by 21 CFR 820.40(a). Vor example
responsibilities for emp!pyecs who manage work affecting qwdiry have not bti
Specifically, the quality manual give..mqxmsibilities for the qurdity assurwm
and pktnt manager which are inaccurate and out of date. Personnel changes h
including responsibility changes which have not yet been doeur.nented.

Failure to maintain procedures that cover al! the requirements of the Medieal 1
Reporting regulatiu~, as required by 21 CFR 803.17. For example, the proee
Medical Devke Reporting does nut cover all clx?requirements of the MDR rq
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We acknowledge that you have submitted a response dated “March 1372000” (incor&$. date -
dated prior to the issuance of the FDA-483), concerning the investigator’s ohservati
on the form FDA-483. Your response has been reviewed and has been found to be
in chat the corrections noted and documentation to support your response were not
for review.

This Mter is not intended to be an all-inclusive list of deficiencies at your facility.
responsibility to ensure adhenmee COcad requirement of the Act and regulations. T
speeific violations noted in this Ictter and in the form FDA-483 issued at the conclusi
inspection may bes ymptomatic of serious undc~lying problems in your firm’s manufa
and qualily assurance system. You are msponsihle for investigating and determini
cwm% of the vioIation identified by the Food and Drug Administration. lf the cau
detm-minedto be systems problems, you must promptly initiate permanent corr

Fderal agencies arc advised of the issuance of all Warning Letters about devic~ so
may take this infw-rnation@to account when considering the award of conl
serious nature of these violations of [he Act, all deviees manufactured by Latx.xatoires
Prodimed, NeuiUy-en-TheiIc, J;ramx may k detained upoJ~entry into the United stat~ (U.$.)
until these violations nrc comcted.
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In ordq to remove the devicm from this detention, it wi[l be necessary for you ta rovide a
iwritten response to the charges in this Warning Letter for our review, After we no,ify you

that the response is adequate, it wiIl be your respomibility to schedule an inspection of your
facility. As soon as the inspection has taken place, and the implementation of your correctioti
have been verified, your devices may resume entry into Uds country.

Phase noti~ this office in writing within 15 days of tlw speeific steps you have taken @
correct the noted vlolacions, including an explanation of each step being uiken to identify and
make corrections to any underlyings ystems problems ncxxxsary to assure tlm similar
violations will not recur. Please include any and all cfocumcntationto show that adequate
m-reetion has been achieved. In the ease of future eorreetiou~, an emirnated date of
completion, and documentation showing plans for correction, should be included with your
response to this kttcr. If documentation is not in English, please provide an English
translation to facilitate our review, Please address your response and any questions to the
Food and Drug Administration, Center for Devices and Radiological Health, Off& of
Con-qdianee, Division of Enforcement 11, OWGYN, Gastroentrxology, and Urology Brarteh,
IUZL332, 2098 (Mher Road, Rockville, Maryland 20850, to the attention of Mr. Paul
Tihon.

If you have any qufitions, please contact Lynettc Salisbury or Sharon Murrain-Ullerbe at the
above’address or at (301) 5944616 or FAX (301) 594-4638.

Sincerely yours,

< $ A.4’lJu’#-

Eteven M. Niedclman
‘ g Diir

Office of Compliance
Center for Devices and

!lladiologieal Health


